Comparison of 3.0 T versus 1.5 T MR: imaging of the spine.
3 T MR imaging brings with it the possibility of a doubled signal-to-noise ratio compared with 1.5 T systems and the possibility of decreased scan times without reduction in quality. Higher cost and other issues however, also need to be examined.